The Scott-Bradley-Timm artificial urinary sphincters.
The results are presented for 12 patients with the AS721 sphincter, 10 with the AS761 and 8 with the AS742. While followup of patients receiving the AS742 device is short it is anticipated that the improved design of this model will result in a low incidence of mechanical problems.